Platelet estimates using a computer-assisted blood smear interpretation system.
Evaluation of computer-assisted (Hematrak) estimates of platelet numbers from blood smears shows reproducibility comparable to that reported for non-computer-assisted methods. The estimates correlated with ZBI Coulter counts, with a coefficient of correlation of 0.8318.